TAWO Weekly
Date: 

	Status
	Project
	Notes

	
	Neph:Monthly Span Check
	Hepa filter time on:              Time off:                   Span Check Error: 

	
	CATS GC
	GC cylinder pressures    Sample Flows (~50cc)            Line Flow Air 1                   Air 2                 Back Pres Air 1                  Air 2

	
	TEI Surface Ozone Calibration
	Zero: __________ppb     Level 1:________________ ppb  Level 2: _____________ppb

	
	CCGG Samples
	

	
	HATS Samples
	                                                                                                      Shut off Air 1 Valve

	
	TAWO Dailies Backup
	

	
	USB Temperature Loggers (monthly)
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